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§92.110

§92.110 Weighing chamber and micro-
balance.

(a) Ambient conditions—(1) Tempera-
ture. The temperature of the chamber
(or room) in which the particulate fil-
ters are conditioned and weighed shall
be maintained at a measured tempera-
ture between 19 °C and 25 °C during all
filter conditioning and weighing.

(2) Humidity. The relative humidity of
the chamber (or room) in which the
particulate filters are conditioned and
weighed shall be 4548 percent during all
filter conditioning and weighing. The
dew point shall be 6.4 to 12.4 °C.

(b) Weighing balance specifications.
The microbalance used to determine
the weights of all filters shall have a
precision (standard deviation) of no
more than 20 micrograms and read-
ability down to 10 micrograms or
lower.

(c) Reference filters. The chamber (or
room) environment shall be free of any
ambient contaminants (such as dust)
that would settle on the particulate fil-
ters during their stabilization. It is re-
quired that at least two unused ref-
erence filters remain in the weighing
room at all times in covered (to reduce
dust contamination) but unsealed (to
permit humidity exchange) petri
dishes.

(1) These reference filters shall be
placed in the same general area as the
sample filters. These reference filters
shall be weighed within 4 hours of, but
preferably at the same time as, the
sample filter weighings.

(2) If the average weight of the ref-
erence filters changes between sample
filter weighings by +5.0 percent (7.5 if
the filters are weighed in pairs) or
more of the target nominal filter load-
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ing (the recommended nominal loading
is 0.5 milligrams per 1075 square milli-
meters of stain area), then all sample
filters in the process of stabilization
shall be discarded and the emissions
tests repeated.

(3) If the average weight of the ref-
erence filters decreases between sample
filter weighings by more than 1.0 per-
cent but less than 5.0 percent of the
nominal filter loading then the manu-
facturer or remanufacturer has the op-
tion of either repeating the emissions
test or adding the average amount of
weight loss to the net weight of the
sample.

(4) If the average weight of the ref-
erence filters increases between sample
filter weighing by more than 1.0 per-
cent but less than 5.0 percent of the
nominal filter loading, then the manu-
facturer or remanufacturer has the op-
tion of either repeating the emissions
test or accepting the measured sample
filter weight values.

(5) If the average weight of the ref-
erence filters changes between sample
filter weighings by not more than +1.0
percent, then the measured sample fil-
ter weights shall be used.

(6) The reference filters shall be
changed at least once a month, but
never between clean and used
weighings of a given sample filter.
More than one set of reference filters
may be used. The reference filters shall
be the same size and material as the
sample filters.

§92.111 Smoke measurement system.

(a) Schematic drawing. Figure B111-1
of this section is a schematic drawing
of the optical system of the light ex-
tinction meter, as follows:
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